The objective evaluation of dysmenorrhea therapy.
Past attempts to obtain objective evaluation of dysmenorrhea therapy have been severly limited by the lack of accurate, reliable intrauterine pressure data. The development of the catheter-tip microtransducer has made accurate, error- and artifact-free intrauterine pressure recording a reality. This information has made assessment of uterine effects of drug therapy feasible. The combination of this type of information with the use of mathematical processing of data has finally made truly objective assessment attainable. A description of the current technique and the findings made possible by its use are presented.